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Microbac Laboratories, Inc. - Dayville
CERTIFICATE OF ANALYSIS

D9G2917
Narragansett Indian Tribe Project Name: 0502003 Four Winds Community
Center
Dinalyn Spears Project / PO Number: N/A
P.O. Box 268 Received: 07/26/2019
Charlestown, R1 02813 Reported: 08/08/2019
Analytical Testing Parameters
Client Sample ID:  Entry Point 2 - EP002
Sample Matrix: Drinking Water Collected By: Paul A. Bucacci
Lab Sampile ID: D9G2917-01 Collection Date: 07/26/2019 13:18
Herbicides - GC/ECD Result Limit(s) RL Units Note Prepared Analyzed Analyst
Method: EPA 515.3, Rv 1.0
2,4-D <0.100 70.0 MCL 0.100 ug/L 07/31/19 0900 08/06/19 0205 MRB
Dalapon <1.00 200 MCL 1.00 ug/L 07/31/19 0900 08/06/19 0205 MRB
Dicamba <0.100 0.100 ug/L 07/31/19 0900 08/06/19 0205 MRB
Dinoseb (2-sec-butyl-4,6-dinitrophenol, <0.200 7.00 MCL 0.200 ug/L 07/31/19 0900 08/06/19 0205 MRB
DNBP)
Pentachlorophenol <0.0400 1.00 MCL  0.0400 ug/L 07/31/19 0900 08/06/19 0205 MRB
Picloram [2C] <0.100 500 MCL 0.100 ug/L 07/31/19 0900 08/06/19 0205 MRB
2,4,5-TP (Silvex) <0.200 50.0 MCL 0.200 ug/L 07/31/19 0900 08/06/19 0205 MRB
Surrogate: 2,4-Dichloropenylacetic acid 90.9 Limit: 70-130 % Rec 07/31/19 0900 08/06/19 0205 MRB
Surrogate: 2,4-Dichloropenylacetic acid 84.2 Limit: 70-130 % Rec 07/31/19 0900 08/06/19 0205 MRB
[2C]
Inorganics Result Limit(s) RL Units Note Prepared Analyzed Analyst
Method: Wet Chem - DW/SM4500-CN C/E-1999
Cyanide - Total <0.0100 0.200 MCL  0.0100 mg/L 07/29/19 1924 07/30/19 1455 CLW
Method: Wet Chem - DW/SM4500-F C-1997
Fluoride <0.200 4.00 MCL 0.200 mg/L 07/31/19 1950 CCM
Method: Wet Chem - DW/SM4500-NO3 F-2000
Nitrate as N <0.0500 10.0 MCL  0.0500 mg/L 07/26/19 1852 DJM
Nitrite as N <0.0100 1.00 MCL  0.0100 mg/L 07/26/19 1852 DJM
Method: Wet Chem - DW/SM4500-S04 E-1997
Sulfate as SO4 6.64 5.00 mg/L 07/26/19 1801 CcLw
Metals, Total Result Limit(s) RL Units Note Prepared Analyzed Analyst
Method: EPA 200.7, Rv. 4.4
Sodium 3.62 1.02 mg/L 07/29/19 1546 07/29/19 2000 NJP
Method: EPA 245.2
Mercury <0.00020 0.00200 0.00020 mg/L 07/30/19 1135 07/30/19 1230 ESM

MCL
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& MICROBAC"

Microbac Laboratories, Inc. - Dayville
CERTIFICATE OF ANALYSIS

D9G2917
Client Sample ID:  Entry Point 2 - EP002
Sample Matrix: Drinking Water Collected By: Paul A. Bucacci
Lab Sample ID: D9G2917-01 Collection Date: 07/26/2019 13:18
Metals, Total - ICP/MS Result Limit(s) RL Units Note Prepared Analyzed Analyst
Method: EPA 200.8, Rv. 5.4
Antimony <0.0010 0.0060 MCL 0.0010 mg/L 07/30/19 0926 07/30/19 1144 DLO
Arsenic <0.0040 0.0100 MCL  0.0040 mg/L 07/30/19 0926 07/30/19 1144 DLO
Barium 0.0073 2.00 MCL 0.0051 mg/L 07/30/19 0926 07/30/19 1144 DLO
Beryllium <0.0010 0.0040 MCL 0.0010 mg/L 07/30/19 0926 07/30/19 1144 DLO
Cadmium <0.0010 0.0050 MCL 0.0010 mg/L 07/30/19 0926 07/30/19 1144 DLO
Chromium <0.0010 0.100 MCL  0.0010 mg/L 07/30/19 0926 07/30/19 1144 DLO
Nickel <0.0010 0.0010 mg/L 07/30/19 0926 07/30/19 1144 DLO
Selenium <0.0051 0.0500 MCL  0.0051 mg/L 07/30/19 0926 07/30/19 1144 DLO
Thallium <0.0010 0.0020 MCL 0.0010 mg/L 07/30/19 0926 07/30/19 1144 DLO
Pesticides and Polychlorinated Result Limit(s) RL Units Note Prepared Analyzed Analyst
Biphenyls (PCBs) - GC/ECD
Method: EPA 505, Rv 2.1
Chlordane (tech.) [2C] <0.200 2.00 MCL 0.200 ug/L 07/30/19 1200 07/30/19 1848 GEG
Dieldrin [2C] <0.0200 0.0200 ug/L 07/30/19 1200 07/30/19 1848  GEG
Endrin [2C] <0.0100 2.00 MCL 0.0100 ug/L 07/30/19 1200 07/30/19 1848 GEG
Toxaphene [2C] <1.00 3.00 MCL 1.00 ug/L 07/30/19 1200 07/30/19 1848 GEG
Aroclor-1016 (PCB-1016) [2C] <0.0800 0.0800 ug/L 07/30/19 1200 07/30/19 1848 GEG
Aroclor-1221 (PCB-1221) [2C] <20.0 20.0 ug/L 07/30/19 1200 07/30/19 1848 GEG
Aroclor-1232 (PCB-1232) [2C] <0.500 0.500 ug/L 07/30/19 1200 07/30/19 1848 GEG
Aroclor-1242 (PCB-1242) [2C] <0.300 0.300 ug/L 07/30/19 1200 07/30/119 1848 GEG
Aroclor-1248 (PCB-1248) [2C] <0.100 0.100 ug/L 07/30/19 1200 07/30/19 1848 GEG
Aroclor-1254 (PCB-1254) [2C] <0.100 0.100 ug/L 07/30/19 1200 07/30/119 1848 GEG
Aroclor-1260 (PCB-1260) [2C] <0.100 0.100 ug/L 07/30/19 1200 07/30/19 1848 GEG
Surrogate: 2,4,5,6-Tetrachloro-m-xylene 100 Limit: 70-130 % Rec 07/30/19 1200 07/30/19 1848 GEG
[2C]
Semi-Volatile Organic Compounds - Result Limit(s) RL Units Note Prepared Analyzed Analyst
GC/ECD
Method: EPA 504.1, Rv 1.1
1,2-Dibromo-3-chloropropane (DBCP) <0.0100 0.200 MCL  0.0100 ug/L 07/31/19 1200 07/31/19 1937 GEG
2C
[1,2-]Dibromoethane (Ethylene dibromide, <0.0100 0.0500 MCL 0.0100 ug/L 07/31/19 1200 07/31/19 1937 GEG
EDB) [2C]
Surrogate: 2,4,5,6-Tetrachloro-m-xylene 100 Limit: 70-130 % Rec 07/31/19 1200 07/31/19 1937 GEG
[2C]
Semi-Volatile Organic Compounds - Result Limit(s) RL Units Note Prepared Analyzed Analyst
GC/MS
Method: EPA 525.2, Rv 2.0
Alachlor <0.200 2.00 MCL 0.200 ug/L 08/06/19 1000 08/06/19 2214 GMP
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Microbac Laboratories, Inc. - Dayville

CERTIFICATE OF ANALYSIS

D9G2917

Client Sample ID:  Entry Point 2 - EP002

Sample Matrix: Drinking Water Collected By: Paul A. Bucacci

Lab Sample ID: D9G2917-01 Collection Date: 07/26/2019 13:18
Semi-Volatile Organic Compounds - Result Limit(s) RL Units Note Prepared Analyzed Analyst
GC/MS
Aldrin <0.100 0.100 ug/L 08/06/19 1000 08/06/19 2214 GMP
Atrazine <0.100 3.00 MCL 0.100 ug/L 08/06/19 1000 08/06/19 2214 GMP
Benzol[a]pyrene <0.020 0.200 MCL  0.020 ug/L 08/06/19 1000 08/06/19 2214 GMP
gamma-BHC (Lindane) <0.020 0.200 MCL  0.020 ug/L 08/06/19 1000 08/06/19 2214 GMP
Butachlor <0.100 0.100 ug/L 08/06/19 1000 08/06/19 2214 GMP
bis(2-Ethylhexyl)adipate <0.600 400 MCL 0.600 ug/L 08/06/19 1000 08/06/19 2214 GMP
bis(2-Ethylhexyl)phthalate <0.600 6.00 MCL 0.600 ug/L 08/06/19 1000 08/06/19 2214 GMP
Heptachlor <0.040 0.400 MCL  0.040 ug/L 08/06/19 1000 08/06/19 2214 GMP
Heptachlor epoxide <0.020 0.200 MCL ~ 0.020 ug/L 08/06/19 1000 08/06/19 2214 GMP
Hexachlorobenzene <0.100 1.00 MCL 0.100 ug/L 08/06/19 1000 08/06/19 2214 GMP
Hexachlorocyclopentadiene <0.100 50.0 MCL 0.100 ug/L 08/06/19 1000 08/06/19 2214 GMP
Methoxychlor <0.100 40.0 MCL 0.100 ug/L 08/06/19 1000 08/06/19 2214 GMP
Metolachlor <0.100 0.100 ug/L 08/06/19 1000 08/06/19 2214 GMP
Metribuzin <0.100 0.100 ug/L 08/06/19 1000 08/06/19 2214 GMP
Propachlor (Ramrod) <0.100 0.100 ug/L 08/06/19 1000 08/06/19 2214 GMP
Simazine <0.070 4.00 MCL 0.070 ug/L 08/06/19 1000 08/06/19 2214 GMP

Surrogate: 1,3-Dimethyl-2-nitrobenzene 97.5 Limit: 70-130 % Rec 08/06/19 1000 08/06/19 2214 GMP

Surrogate: Pyrene-d10 101 Limit: 70-130 % Rec 08/06/19 1000 08/06/19 2214 GMP

Surrogate: Triphenyl phosphate 104 Limit: 70-130 % Rec 08/06/19 1000 08/06/19 2214 GMP
Semi-Volatile Organic Compounds - Result Limit(s) RL Units Note Prepared Analyzed Analyst
HPLC
Method: EPA 531.2, Rv 1.0
Aldicarb sulfoxide <0.500 0.500 ug/L 07/30/19 0953 07/30/19 2238 RSD
Aldicarb sulfone <0.800 0.800 ug/L 07/30/19 0953 07/30/19 2238 RSD
Oxamyl <2.00 200 MCL 2.00 ug/L 07/30/19 0953 07/30/19 2238 RSD
Methomyl (Lannate) <0.500 0.500 ug/L 07/30/19 0953 07/30/19 2238 RSD
3-Hydroxycarbofuran <0.500 0.500 ug/L 07/30/19 0953 07/30/19 2238 RSD
Aldicarb (Temik) <0.500 0.500 ug/L 07/30/19 0953 07/30/19 2238 RSD
Carbofuran (Furaden) <0.900 40.0 MCL 0.900 ug/L 07/30/19 0953 07/30/19 2238 RSD
Carbaryl (Sevin) <0.500 0.500 ug/L 07/30/19 0953 07/30/19 2238 RSD

Surrogate: 110 Limit: 70-130 % Rec 07/30/19 0953 07/30/19 2238 RSD

4-Bromo-3,5-dimethylphenyl-N-methylcarb

amate
Volatile Organic Compounds - GC/MS Result Limit(s) RL Units Note Prepared Analyzed Analyst
Method: EPA 524.2, Rv 4.1
Benzene <0.50 5.00 MCL 0.50 ug/L 07/30/19 2208 RSD
Bromobenzene <0.50 0.50 ug/L 07/30/19 2208 RSD
Bromochloromethane <0.50 0.50 ug/L 07/30/19 2208 RSD
Bromodichloromethane <0.50 0.50 ug/L 07/30/19 2208 RSD
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Microbac Laboratories, Inc. - Dayville

CERTIFICATE OF ANALYSIS

D9G2917

Client Sample ID:  Entry Point 2 - EP002

Sample Matrix: Drinking Water Collected By: Paul A. Bucacci

Lab Sample ID: D9G2917-01 Collection Date: 07/26/2019 13:18
Volatile Organic Compounds - GC/MS Result Limit(s) RL Units Note Prepared Analyzed Analyst
Bromoform <0.50 0.50 ug/L 07/30/19 2208 RSD
Bromomethane <0.50 0.50 ug/L 07/30/19 2208 RSD
tert-Butylbenzene <0.50 0.50 ug/L 07/30/19 2208 RSD
sec-Butylbenzene <0.50 0.50 ug/L 07/30/19 2208 RSD
n-Butylbenzene <0.50 0.50 ug/L 07/30/19 2208 RSD
Carbon tetrachloride <0.50 5.00 MCL 0.50 ug/L 07/30/19 2208 RSD
Chlorobenzene <0.50 100 MCL 0.50 ug/L 07/30/19 2208 RSD
Chloroethane (Ethyl chloride) <0.50 0.50 ug/L 07/30/19 2208 RSD
Chloroform <0.50 0.50 ug/L 07/30/19 2208 RSD
Chloromethane <0.50 0.50 ug/L 07/30/19 2208 RSD
2-Chlorotoluene <0.50 0.50 ug/L 07/30/19 2208 RSD
4-Chlorotoluene <0.50 0.50 ug/L 07/30/19 2208 RSD
Dibromochloromethane <0.50 0.50 ug/L 07/30/19 2208 RSD
Dibromomethane (Methylene bromide) <0.50 0.50 ug/L 07/30/19 2208 RSD
1,4-Dichlorobenzene <0.50 75.0 MCL 0.50 ug/L 07/30/19 2208 RSD
1,2-Dichlorobenzene <0.50 600 MCL 0.50 ug/L 07/30/19 2208 RSD
1,3-Dichlorobenzene <0.50 0.50 ug/L 07/30/19 2208 RSD
Dichlorodifluoromethane (Freon-12) <0.50 0.50 ug/L 07/30/19 2208 RSD
1,2-Dichloroethane <0.50 5.00 MCL 0.50 ug/L 07/30/19 2208 RSD
1,1-Dichloroethane <0.50 0.50 ug/L 07/30/19 2208 RSD
trans-1,2-Dichloroethene <0.50 100 MCL 0.50 ug/L 07/30/19 2208 RSD
cis-1,2-Dichloroethene <0.50 70.0 MCL 0.50 ug/L 07/30/19 2208 RSD
1,1-Dichloroethene <0.50 7.00 MCL 0.50 ug/L 07/30/19 2208 RSD
1,3-Dichloropropane <0.50 0.50 ug/L 07/30/19 2208 RSD
2,2-Dichloropropane <0.50 0.50 ug/L 07/30/19 2208 RSD
1,2-Dichloropropane <0.50 5.00 MCL 0.50 ug/L 07/30/19 2208 RSD
1,1-Dichloropropene <0.50 0.50 ug/L 07/30/19 2208 RSD
trans-1,3-Dichloropropene <0.50 0.50 ug/L 07/30/19 2208 RSD
cis-1,3-Dichloropropene <0.50 0.50 ug/L 07/30/19 2208 RSD
Ethylbenzene <0.50 700 MCL 0.50 ug/L 07/30/19 2208 RSD
Hexachlorobutadiene <0.50 0.50 ug/L 07/30/19 2208 RSD
Isopropylbenzene (Cumene) <0.50 0.50 ug/L 07/30/19 2208 RSD
4-Isopropyltoluene (p-Isopropyltoluene) <0.50 0.50 ug/L 07/30/19 2208 RSD
Methyl tert-butyl ether (MTBE) <0.50 0.50 ug/L 07/30/19 2208 RSD
Methylene chloride (Dichloromethane) <0.50 5.00 MCL 0.50 ug/L 07/30/19 2208 RSD
Naphthalene <0.50 0.50 ug/L 07/30/19 2208 RSD
n-Propylbenzene <0.50 0.50 ug/L 07/30/19 2208 RSD
Styrene <0.50 100 MCL 0.50 ug/L 07/30/19 2208 RSD
1,1,1,2-Tetrachloroethane <0.50 0.50 ug/L 07/30/19 2208 RSD
1,1,2,2-Tetrachloroethane <0.50 0.50 ug/L 07/30/19 2208 RSD
Tetrachloroethene <0.50 5.00 MCL 0.50 ug/L 07/30/19 2208 RSD
Toluene <0.50 1000 MCL 0.50 ug/L 07/30/19 2208 RSD
1,2,4-Trichlorobenzene <0.50 70.0 MCL 0.50 ug/L 07/30/19 2208 RSD
1,2,3-Trichlorobenzene <0.50 0.50 ug/L 07/30/19 2208 RSD
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CERTIFICATE OF ANALYSIS

Microbac Laboratories, Inc. - Dayville

D9G2917
Client Sample ID:  Entry Point 2 - EP002
Sample Matrix: Drinking Water Collected By: Paul A. Bucacci
Lab Sample ID: D9G2917-01 Collection Date: 07/26/2019 13:18
Volatile Organic Compounds - GC/MS Result Limit(s) RL Units Note Prepared Analyzed Analyst
1,1,1-Trichloroethane <0.50 200 MCL 0.50 ug/L 07/30/19 2208 RSD
1,1,2-Trichloroethane <0.50 5.00 MCL 0.50 ug/L 07/30/19 2208 RSD
Trichloroethene <0.50 5.00 MCL 0.50 ug/L 07/30/19 2208 RSD
Trichlorofluoromethane (Freon 11) <0.50 0.50 ug/L 07/30/19 2208 RSD
1,2,3-Trichloropropane <0.50 0.50 ug/L 07/30/19 2208 RSD
1,2,4-Trimethylbenzene <0.50 0.50 ug/L 07/30/19 2208 RSD
1,3,5-Trimethylbenzene <0.50 0.50 ug/L 07/30/19 2208 RSD
Vinyl chloride <0.50 2.00 MCL 0.50 ug/L 07/30/19 2208 RSD
m,p-Xylene <0.50 0.50 ug/L 07/30/19 2208 RSD
o-Xylene <0.50 0.50 ug/L 07/30/19 2208 RSD
Xylenes (total) <0.50 10000 MCL 0.50 ug/L 07/30/19 2208 RSD
Surrogate: 4-Bromofluorobenzene 99.0 Limit: 70-130 % Rec 07/30/19 2208 RSD
Surrogate: 1,2-Dichlorobenzene-d4 98.6 Limit: 70-130 % Rec 07/30/19 2208 RSD
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Microbac Laboratories, Inc. - Dayville

CERTIFICATE OF ANALYSIS

D9G2917
Client Sample ID: Exam Room 115
Sample Matrix: Drinking Water Collected By: Paul A. Bucacci
Lab Sample ID: D9G2917-02 Collection Date: 07/26/2019 13:35
Field Parameters Result Limit(s) RL Units Note Prepared Analyzed Analyst
Method: SM4500-Cl G-2000
Chlorine - Total Residual <0.05 0.05 mg/L 07/26/19 1335 PAB
General Paramaters Result Limit(s) RL Units Note Prepared Analyzed Analyst
Method: Wet Chem - DW/SM2120 B-2001
Color - Apparent <1 1 Color Units 07/26/19 2000 CEO
Method: Wet Chem - DW/SM2130 B-2001
Turbidity 0.190 0.100 NTU 07/26/19 2000 CEO
Method: Wet Chem - DW/SM2150 B-1997
Odor - TON <1 1 T.O.N. 07/26/19 2000 CEO
Method: Wet Chem - DW/SM4500 H+ B-2000
pH 6.60 6.50-8.5 pH Units H 07/26/19 2000 CEO
SMCL
Method: Wet Chem - DW/SM4500 H+ B-2011
Temperature for pH 20.1 °C 07/26/19 2000 CEO
Microbiology Result Limit(s) RL Units Note Prepared Analyzed Analyst
Method: SM9223 B-1997
Total Coliform Absent 1.0 MCL in 100mL 07/26/19 1749 07/27/19 1754 ARM
Escherichia coli Absent 1.0 MCL in 100mL 07/26/19 1749 07/27/19 1754 ARM

Results in bold have exceeded a limit defined for this project. Limits are provided for reference but as regulatory limits change frequently,

Microbac Laboratories, Inc. advises the recipient of this report to confirm such limits and units of concentration with the appropriate
Federal, state or local authorities before acting on the data.

Definitions
Absent: A result of "Absent" for Total Coliform in drinking water indicates the sample is currently IN COMPLIANCE with theTotal
Coliform Rule as established under the Safe Drinking Water Act.
H: Sample was analyzed past holding time.
MCL: US EPA Maximum Contaminant Level
RL: Reporting Limit
SMCL: US EPA Secondary Maximum Contaminant Level

Project Requested Certification(s)

Microbac Laboratories, Inc. - Dayville
LAO00346

Rhode Island Department of Health
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Microbac Laboratories, Inc. - Dayville
CERTIFICATE OF ANALYSIS

D9G2917
Report Comments Reviewed and Approved By:
Samples were received in proper condition and the reported results conform to L/é ( /O (m
applicable accreditation standard unless otherwise noted. g 7 a\
The data and information on this, and other accompanying documents, represents
Melisa L. Montgomery

only the sample(s) analyzed. This report is incomplete unless all pages indicated

in the footnote are present and an authorized signature is included. QA Officer

Reported: 08/08/2019 17:00
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6/28/2019 4:00 PM

/Frequency
Monthly

Sampling Point Information

Narragansett Indian Tribe
4 Winds Community Center

4477 South County Trail
Charlestown, RI

Cantact Information
Dinalyn Spears
401-364-1100 x210

Project
0502003 Four Win...R! Quarter 3

N

Marragansett Indian Tribe

Description

Pickup Date
01-JUL-19

nter] - Page 1
Lab PO: 207171

Required By

31-JUL-19 @ ﬁj
Client Information [NARRA INDIAN]

Narragansett Tribe
P.O. Box 268

Charlestown, Rl 02813

Comments: JULY (M-TC) - DO NOT Collect here befween 1200-1300 please - they are serving Lunch.

Steve - Asst Dir. 401-218-3923
Matt - 401-284-6934

Behind Main Admin Bldg Police Station. Triple sink is on the back wall.

*Entry Point 2 is Health Clinic's POE

.

Sampling Point Product Times/Readings
Entry Point 2 - EP002 Nitrate as N by SM4500-NO3 F in DW/WY {21 .:f’;

Entry Point 2 - EPQ02 RI 1OC in DW EST e

Entry Point 2 - EP002 RI SOC 13K

Entry Point 2 - EP002 RI Volatiles by 524.2. in DW 1314

Entry Point 2 - EP002 Sodium by ICP by 200.7 ET=

Exam Room 115 - DS001 TC 9223B & Physicals (3% 6

[Exam Room 115 - DS001 Total Residual Chlorine by SM4500-CI-G '-Q{V h

Chain Of Custody
Sampler/Affiliation:

/

Ul

‘M

w2 (}r} /LDateiTime: ﬁﬁ——

M43 DateTime: |

f—""

L

LIS

Date/Time;

A
Relinquished/Affifiatigh: /
Received/Affiliatio Il

Relinquished/Affiliation:

Received/Affiliation:

v

Date/Time:

Date/Time;
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